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Abstract: The characterization of detectors fabricated from home-grown crystals is the most direct

way to study crystal properties. We fabricated planar detectors from high-purity germanium (HPGe)

crystals grown at the University of South Dakota (USD). In the fabrication process, a HPGe crystal

slice cut from a USD-grown crystal was coated with a high resistivity thin film of amorphous Ge

(a-Ge) followed by depositing a thin layer of aluminum on top of the a-Ge film to define the physical

area of the contacts. We investigated the detector performance including the I-V characteristics,

C-V characteristics and spectroscopy measurements for a few detectors. The results document the

good quality of the USD-grown crystals and electrical contacts.
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1 Introduction

Cosmogenic activation of germanium (Ge) isotopes can limit the sensitivity of ton-scale Ge-

based dark matter and neutrinoless double-beta decay experiments [1]. Growing Ge crystals and

fabricating detectors underground where the experiment will be built is the best option to reduce the

background events from cosmogenic activation processes. High-purity Ge (HPGe) crystals have

been grown at the University of South Dakota (USD) to pave the way for fabricating Ge crystals

and detectors underground [2–6]. Low background Ge detectors are a well-accepted methodology

in the search for dark matter [7–9] and neutrinoless double-beta decay [10–12].

When HPGe detectors are cooled down to liquid nitrogen temperature, they are usually operated

in a full depletion mode. The electrical contacts on the detector are required to effectively block

charge carrier injection at a sufficiently high voltage to maintain a low-leakage current and have

good charge collection. Traditionally, electric contacts on Ge detectors consist of n+ contacts

formed by lithium diffusion for hole blocking and p+ contacts formed by boron ion implantation

for electron blocking. This contact technology has been the industry standard since the early days

of HPGe detector development due to relatively robust fabrication process. HPGe detectors with

these robust contacts have been used widely for applications requiring excellent energy resolution

as a spectrometer. However, in addition to measuring the energies of particles produced in rare or

novel reactions, there are increasing demands on position-sensitive HPGe detectors for applications

requiring particle tracking or imaging in many fields such as nuclear physics, astrophysics, nuclear

nonprolifieration and medical imaging. In order to achieve good position resolution, both hole and

electron blocking contacts are normally segmented [13–16]. Unfortunately, traditional contacts

especially the thick lithium-diffused contacts have drawbacks for fine segmentation. Lithium atoms

in Ge have high mobility, leading to thicker and wider lithium-diffused contacts with time at room

temperature. This makes the fine segmentation of lithium contacts difficult to create and maintain.
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Although there exists thin layer n+ contacts using phosphorus ion implantation [17], the fabrication

processes are elaborate and these contacts cannot withstand high electric fields.

Amorphous Ge (a-Ge) contacts can be an alternative to the traditional contacts discussed above

since a-Ge can also provide rectifying contacts on Ge detectors. More importantly, a-Ge deposited

on a crystalline Ge surface showed good bipolar blocking behavior, i.e. a-Ge contacts can block

both hole and electron injection well. In addition, it is relatively simple to fabricate HPGe detectors

with fine segmentation features using a-Ge technology.

The first experimental investigation of the a-Ge contacts on crystalline Ge was conducted in

1964 [18]. In 1971, England and Hammer [19] first reported the results of successfully using a-Ge

as blocking contacts on silicon radiation detectors. Hansen and Hall [20] investigated the bipolar

blocking property of a-Ge contacts on HPGe detectors in 1977. However, their testing results showed

large variations in leakage current. In 1992, Luke et al. [21] reported the performance of planar Ge

detectors with a-Ge contacts produced using RF sputtering techniques. Based on their preliminary

tests, a-Ge contacts on planar Ge detectors exhibit excellent bipolar blocking features. More studies

from Luke [22, 23] and Amman [24], published in 1994 and 2000, show that a-Ge contacts can be

used to create position-sensitive Ge detectors for x-ray and gamma-ray imaging. Since then, HPGe

detectors with a-Ge contacts have been used or are being developed for various applications such as

field shaping [25] and proximity electrode signal readout [26, 27]. More recently, Looker et al. and

Amman [28, 29] conducted a systematic study of leakage current in HPGe detectors with amorphous

semiconductor contacts using RF sputtering techniques. According to their study, the detector

performance, particularly leakage current, is dependent on the fabrication process and operational

parameters including the sputter gas pressure and composition, and time spent at room temperature.

In this paper, we report on the performance of HPGe detectors with RF-sputtered a-Ge contacts

using the Ge crystal grown by ourselves at USD. The Ge detector testing setup is presented in

section 2, followed by the electrical measurements including the I-V and C-V measurements in

section 3. The spectroscopy measurements are presented in section 4. Finally, the conclusions are

summarized in section 5.

2 Detector characterization setup

We have fabricated a handful of small planar Ge detectors with crystals we grew to examine

the fabrication process parameters and the detector performance, so that we will have a better

understanding of the fabrication process and particularly the properties of the crystals we grew. All

of these materials were p-type with approximate impurity concentrations from 5×109 to 5×1010/cm3.

Several crystals slices were cut from three different boules. The main body of each detector crystal

consisted of a rectangular contact area measuring from ∼ 0.8 to 1.8 cm on a side and a thickness

perpendicular to the contact faces of about 0.5 to 1.5 cm (see figure 1).

In order to convert an HPGe crystal into a planar detector, the following procedures were

followed: (1) the crystal was cut to the desired shape as shown in figure 1 utilizing a diamond

saw; (2) each exposed surface of the cut crystal was lapped to remove any blade marks from

cutting; (3) the crystal was etched in a 4:1 nitric to hydrofluoric acid mixture to remove any surface

damage introduced by those mechanical processes; (4) if all surfaces looked good, the crystal was

then etched briefly in fresh 4:1 etchant, rinsed in deionized water, and blown dry with nitrogen

– 2 –
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leakage current as a function of bias voltage after the detector USD-L01 went through one, two

and three temperature cycles. The temperature cycle here is defined as warming from operating

temperature to room temperature and then cooling back down to the desired temperature for testing.

The wait period at room temperature between the first and third temperature cycle was about three

months. As shown in figure 5, there is little increase in the leakage current at 79 K for three

months. This indicates that the a-Ge contacts have sufficient stability. Figure 6 displays the I-V

measurements at 79 K, 90 K and 100 K after the detector went through three temperature cycles. It

is evident that the leakage current has strong dependence on the temperature and thus, cooling the

Ge detectors down to liquid nitrogen temperature is an effective way of reducing leakage current.

Figure 5. Measured leakage current as a function of bias voltage at 79 K after the detector USD-L01 went

through one (red), two (blue), three (magenta) temperature cycles.

3.1.1 Energy barrier heights of a-Ge layer

One important physics parameter known as the energy barrier height is a key factor in determining

the overall magnitude of the leakage current as a function of temperature [31]. To understand the

energy barrier heights of the a-Ge layer fabricated using USD equipment, we measured the leakage

current of detector USD-L01 at various temperatures.

A theoretical model about the current-voltage relationship for amorphous-crystalline semi-

conductor heterojunctions has been developed by Döhler and Brodsky during the 1970s [32–34].

This model has been successfully applied to a-Ge contacts on HPGe detectors [31]. Based on the

Döhler-Brodsky model and Schottky theory [35, 36], the leakage current density from electron

injection at the bottom contact can be described as [28]:

Jc = J0T2 exp

[

−

(

ϕe −

√

ε0εGe/Nf (V − Vfd)/t

)

/kT

]

, (3.1)

where the pre-factor J0 is a constant to be determined from the measurements, T is the temperature,

ϕe is the energy barrier height for electron, k is the Boltzmann constant and

∆ϕ =

√

ε0εGe/Nf (V − Vfd)/t (3.2)
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Figure 6. Measured leakage current as a function of bias voltage at 79 K, 90 K and 100 K after the detector

USD-L01 went through three temperature cycles.

is the barrier lowering term, with ε0 = 8.854 × 10−14F/cm the free-space permittivity, εGe = 16.2

the relative permittivity for Ge, Nf the density of localized energy states (defects) near the Fermi

level in a-Ge, V the applied bias voltage, Vfd the full depletion voltage and t the detector thickness.

The barrier lowering term ∆ϕ accounts for the lowering of the energy barrier height due to the

electric field penetration into the a-Ge, since ∆ϕ increases as the applied voltage V increases. To

reduce the impact of the field penetration and keep a small value of ∆ϕ even at higher voltage, the

a-Ge should be made with high density of localized energy states near the Fermi level. Therefore,

the determination of Nf can be accomplished through measuring ∆ϕ.

By letting

b =

√

(ε0εGe/Nf )/t (3.3)

and then taking a natural log of both sides, eq. (3.1) can be simplified as below:

ln(Jc) = ln(J0) + 2ln(T) −
ϕe

kT
−

bVfd

kT
+

b

kT
V, (3.4)

where, Jc is in A/cm2, J0 is in A/cm2/K2, T is in K, and the last three terms on the right hand

side are all unitless. To figure out the two unknown parameters, J0 and ϕe, the measurements of

Jc-V at two temperatures are required. In this study, we took the I-V measurements at 90 K and

100 K and then extracted the data after full depletion, corresponding to the top of the current step

in figure 6 for 90 K and 100 K. The I-V measurements at 90K and 100 K, as shown in figure 6,

have a step feature distribution. The leakage current at the bottom of the step is very low since

the detector is partially depleted and only the hole injection at the positive contact and surface

charge flow contribute to the current. Once the depletion region reaches the bottom contact and

the detector becomes fully depleted, the electron injection at the bottom contact becomes a main

source to the leakage current and thus the leakage current increases quickly, which causes the step

to rise. After the full depletion is reached, the leakage current continues to rise with increasing

– 7 –





2
0
1
8
 
J
I
N
S
T
 
1
3
 
P
1
2
0
2
6

Applied Bias Voltage (V)
500 1000 1500 2000 2500 3000

 (
eV

)
ϕ

∆
B

a
rr

ie
r 

L
o
w

in
g
 T

er
m

, 

4−
10

3−
10

2−
10

1−
10

Calculated Barrier Lowing Term

Measured Energy Barrier Height

Figure 8. Calculated ∆ϕ as a function of applied voltage assuming Nf = 4.0×1018 eV−1cm−3 for electron

blocking. The measured energy barrier height is 0.18 eV.

by a previous study of amorphous semiconductor contacts on HPGe detectors [37]. In our case,

Eg = 0.73 eV at the average measurement temperature of 95 K. Therefore, the hole energy barrier

of the contact is estimated to be, ϕh = 0.55 eV, which is a factor of ∼2.7 higher than the electron

energy barrier height. This explains why the contribution to the leakage current is mostly from the

electron injection for our detector. However, due to a quite small prefactor (J0), a small energy

barrier height of electrons can still effectively block electron injection.

Another detector, USD-L07, showed a value of ϕe = 0.27 eV, which indicates the energy

barrier height for holes is estimated to be about 0.48 eV. The variation of the energy barrier

height for electrons and holes depends on the recipe for making a-Ge contacts as demonstrated by

pioneers [24, 25, 28]. Our results indicate that some parameters for making a-Ge contacts in the

fabrication process at USD varied between the detector USD-L01 and USD-L07. This suggests

that we need to continue to optimize our fabrication process in order to produce Ge detectors more

uniformly in the future.

3.2 C-V characteristics

The main purpose of the C-V measurements (i.e. detector capacitance as a function of the detector

bias voltage) is to determine the full depletion voltage of the detector and in turn the impurity

concentration of the crystal. This can be done by applying a small voltage step from the pulser plus

a constant voltage from the high voltage (HV) power supply, as shown in the diagram in figure 4.

The capacitance (C) of a planar Ge detector is similar to that of two flat, parallel metallic plates.

– 9 –
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That is:

C =
ε0εGeA

td
, (3.5)

where A is the active cross-section area of the detector and td is the depletion depth of the detector,

which is related to the applied detector voltage (V) through:

td =

(

2ε0εGeV

qN

)1/2

, (3.6)

where q is the elementary charge and N is the impurity concentration of the crystal.

As can be seen from eqs. (3.5) and (3.6), with the assumption of a constant impurity concentra-

tion, as the applied voltage (V) increases, the depletion depth (td) increases and the capacitance (C)

between the top contact and the undepleted detector decreases until the detector is fully depleted.

Once full depletion occurs, both td and C become constants with further increases in V since td and

C become detector thickness and capacitance, respectively. In this way, the full depletion voltage

can be determined from the C-V characteristics. As shown in figure 9, the full depletion occurs at

700 V. For each applied voltage, a relative capacitance was determined from the oscilloscope by

measuring the height of the pulse after the charge sensitive preamplifier and the shaping amplifier

as presented in figure 4. A negative bias voltage of 1600 V was then applied to the detector to

measure its absolute capacitance through: C = Q/V , where Q = Eq/ε with E the energy of the

peak generated from the pulser, ε = 3 eV the average energy required to generate one electron-hole

pair in Ge at 77 K, and V the amplitude of the input pulse. The energy of the input pulse E was

determined from the energy calibration of a radiation source, Cs-137, which will be discussed in

detail in the following section. In this way, the absolute detector capacitance is determined to be

4.76 pico-farads (pF). Then the relative capacitance at a given applied voltage was normalized to

the absolute detector capacitance of 4.76 pF at 1600 V, yielding the absolute detector capacitance

for a given applied voltage as shown in figure 9. According to eq. (3.5), the theoretical value of

the detector capacitance is about 3.43 pF, which is lower than the measured value (4.76 pF). This

discrepancy is possibly due to the additional stray capacitance in the measurement, which was not

measured in this work. Future work is needed to measure the stray capacitance, so that the detector

capacitance can be determined more accurately.

As shown in figure 10, a step in the I-V measurements at 100 K occurs when the detector is fully

depleted as indicated by the 1/C2-V characteristic. This implies that, compared with surface leakage,

the electron injection at the bottom contact is the main contribution to the measured leakage current.

Once the full depletion voltage is determined, the impurity concentration of the detector can

be estimated using eq. (3.6), with V = 700 V the full depletion voltage and d =0.54 cm the

detector thickness. The impurity concentration (N) of our detector USD-L01 was calculated to be

∼3.6×1010/cm3, which is within a factor of 2 in agreement with the impurity concentration measured

by the Hall effect measurement, (1.5∼1.7)×1010/cm3. Note that the impurity level measured by

determining the full depletion voltage through C-V measurements is more accurate than that of Hall

Effect measurements, which use four ohmic contacts placed at the four corners of a Ge sample.

Depending on the size of ohmic contacts and temperature of the measurements, there are errors

associated with Hall effect measurements.

– 10 –
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have higher impurity levels and they are not listed in table 1. The shown detectors have reasonable

energy resolution at 662 keV.

Table 1. A summary of detector performance for all good planar Ge detectors made with USD-grown

crystals at USD at liquid nitrogen temperature. td , Vfd and Ifd denote the detector thickness, full depletion

voltage and leakage current at full depletion voltage, respectively. The active area is the area of the top

contact surface. For detectors USD-L01, USD-L06, USD-L07 and USD-L08, the measured leakage current

at full depletion voltage are mainly from the surface current and charge injection at both contacts since no

guard ring was made for those detectors. For detector USD-W02, a guard ring was made on the top contact

surface to separate the surface leakage from the charge injection. Hence, the measured leakage current from

the center contact was solely from the charge injection at the contacts. The Hall effect measurements usually

provide a range of the crystal impurity concentration, which is based on the measured impurity from two

crystal samples (one is from the top and the other is from the bottom of the crystal). The FWHM at the peak

from the pulser represents the noise level.

Detectors td

(cm)

Active

Area

(cm2)

Vfd

(V)

Ifd at

79 K

(pA)

Crystal

impurity

concentra-

tion from

C-V mea-

surements

(/cm3)

Crystal impu-

rity concen-

tration from

Hall effect

measurements

(/cm3)

FWHM

at

662 keV

(keV)

FWHM

of

pulser

peak

(keV)

USD-L01 0.54 1.31 700 1 3.6×1010 (1.5-1.7)×1010 1.57 1.01

USD-L06 0.85 1.72 1200 1 2.9×1010 (2.6-4.0)×1010 2.22 1.67

USD-L07 0.85 2.00 1000 1 2.2×1010 (2.6-4.0)×1010 1.59 1.19

USD-L08 0.85 1.70 800 2 1.9×1010 (2.6-4.0)×1010 1.38 1.03

USD-W02 1.04 1.33 500 <1 1.0×1010 (0.5-3.0)×1010 2.97 1.10

The characterization of those planar detectors made from USD crystals provides valuable

feedback to the crystal growth process, such as the precise determination of the impurity level. The

measured impurity levels using the Hall Effect for the USD-grown crystals agree with the impurity

measurements reported in table 1 using the C-V and I-V curves within a factor of 2. Currently, the

detector fabrication at USD is limited to small detectors with a mass of ∼ 30 grams. However, with

the characteristics of our crystals, larger detectors of ∼1 kg mass should be achievable. The largest

detector-grade crystal grown at USD is about 2.2 kg at this stage. A large-size detector with a mass

of greater than 3 kg would require an impurity level below 1.0×1010/cm3.

The detectors fabricated with a-Ge contacts allow us to study the electrical contact properties

such as the barrier height for blocking electrons and holes as a function of the process parameters.

Our results show that the detector fabricated at USD with USD-grown crystals have a higher energy

barrier height for holes and a lower energy barrier height for electrons. However, due to the high

density of localized energy states near the Fermi level in the a-Ge, the contacts we made can also

block electron injection effectively at a high electric field. A detector contact with a guard-ring

– 13 –
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structure (USD-W02) demonstrates that the leakage current is dominated by the surface leakage

current and the leakage current from the contact injection is negligible at liquid nitrogen temperature,

as shown in table 1. The contacts have also gone through several thermal cycles, which have

demonstrates the stability. We conclude that the good performance of the USD-made Ge detectors

with a-Ge contact verify the USD crystal growing capability. This is a major milestone towards the

development of Ge detectors with a-Ge contacts at USD for more scientific research in the future.
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